
U Edit Instrument 11032Z0001

General
I Options I Users and Sites

I Components I
Notes Calibrations

I Bump Tests
I Datalog I Manage Events

Start Date 8102011 Display

Graph End Date 9102012 Show Last

Serial Number Time Gas Type PassedFailed Full Span Reserve

10122NS227

101130482

8292012

8292012

104015 AM

103947 AM

Pentane 25
Carbon Monoxide 100

Passed

Passed

124
158

J
011683100610 0 8292012 103909 AM Hydrogen Sulfide 25 Passed 164
11442891052 8292012 103755 AM Ammonia 25 Passed 156
31484252021 8292012 103417 AM Oxygen 209 Passed 14833
10122NS227 7162012 74942 PM Pentane 25 Passed 124
101130482 7162012 74913 PM Carbon Monoxide 100 Passed 151
011683100610 0 7162012 74835 PM Hydrogen Sulfide 25 Passed 156
11442891052 7162012 74730 PM Ammonia 25 Passed 172
31484252021 7162012 74344 PM Oxygen 209 Passed 14928
10122NS227 6142012 21232 PM Pentane 25 Passed 124
101130482 6142012 21203 PM Carbon Monoxide 100 Passed 146
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